ABSTRACT
INTRODUCTION
PET-CT is one of the most powerful and sensitive diagnostic imaging modality that integrates functional and anatomical imaging into one combined system. All PET tomographs use coincidence detection of the positron electron annihilation photons to acquire the projection data required for reconstruction image. Certain radionuclides decay by spontaneously converting a proton into a neutron and simultaneously emit a positron. After the positron dissipates its kinetic energy as it traverses tissueor other material, it captures an electron. Because the electron and positron are antiparticles, they mutually annihilate, producing two 511 keV photons (1) .These 511 KeV annihilation photons are much higher energy than other diagnostic radiations. A PET scanner consists of an array of detectors which are named as ring scanner that are arranged to detect the essentially simultaneous arrival of these two photons. The most useful clinical PET radiopharmaceuticals isF-18 Fluoro-2-deoxyglucose (F-18 FDG).18F-FDG has been shown to have a beneficial impact on patient management and has become an established technique, particularly for the staging of some cancers. The half-life of F-18 is only 110 minutes. Because of the high energy of the annihilation radiation, shielding requirements for a PET-CT facility are different from most of the other diagnostic imaging facilities and it's a very important consideration in the design of a PET-CT imaging facility (2-3). As a result, significant shielding is required in floors and ceilings as well as adjacent walls in a PET-CT facility.
In this work we have presented the estimation of 102 shielding requirements for a newly planned PET-CT facility of the Apollo Hospitals Dhaka. Shielding calculations of adjacent walls were presented for both controlled and uncontrolled areas. Formulas were used to calculate the shielding materials following the basic AAPM (American Association of Physicists in Medicine) guidelines (4).
Basic requirements for a PET-CT facility
The patient preparation room is a requirement for any PET-CT facility and must be included in the radiation safety planning. A busy PET-CT facility should have more than 1 uptake room. This must be considered when performing shielding calculations. After the uptake period, the patient should void to clear the radioactivity that has accumulated in the bladder which is approximately 15-20% of the administered activity and these are excreted within the first two hours (5-6). It is highly recommended that a bathroom be reserved for PET-CT patients. All areas in the vicinity of the PET-CT facility must be considered for shielding calculations including the areas above and below the PET-CT facility as well as the adjacent areas on the same floor. The space location of the facility, power consumption of PET-CT, floor loading capacity and required radiation shielding is the major consideration for site planning. There are several factors affecting the radiation protection as well as shielding calculation for PET-CT facility like number of patients imaged, amount of isotope administered per patient, length of time each patient remains in the department, location of the facility, general environs of the facility etc. It is noticeable that the technical staff who works directly with the PET-CT patients receives the largest doses. The components of this dose include radiation from patient injections, patient positioning and the dose received at the imaging procedure (7-10).
MATERIALS & METHODS

Attenuation with the patient's body
The dose rate from the patient is reduced by a significant factor due to the body absorbs some of the annihilation radiation. A number of papers have been published where direct measurements have been estimated at different directions from the patient (11) (12) (13) (14) (15) (16) (17) (18) . These published results were normalized for the amount of administered activity of radiotracer and distance from the patients, and were also corrected for radioactive decay back to the administration time. Based on the mean of these values, the AAPM task group recommends using a patient dose rate of 0.092 µSv m2 /MBq h (3.4 µSv m2/h/37 MBq) immediately after administration.
Shielding properties
Lead and concrete are the most likely materials to be used for shielding in the PET-CT facility. A variety of attenuation coefficients has been used to estimate transmission requirements for PET-CT facilities. 
Radioactivity Administration-Dose Factors
Due to short half lives of PET tracers, the dose absorbed per hour is less than the product of the dose rate and the time. The total radiation dose received over a time period t, D t , is less than the product of the dose rate (D R ) and time (t) by a factor of ……. (3) T is the occupancy factor, A o is the activity per patient, d is the distance from source to barrier and P is the weekly dose limit in µSv. P= 20 µSv for uncontrolled areas, corresponding to the 1 mSv/year limit to the general public and P=100 µSv for ALARA levels in controlled areas.
Thus, for uncontrolled areas, the transmission factor
.……. After calculate the transmission factor; using the Table1 to find the shielding requirement.
PET-CT room and other associate room's dimension were showed in Table 2 . 
Imaging room calculation
The delay required by the uptake phase between the administration of the radiopharmaceutical and the ctual imaging, the activity in the patient is decreased by ………… (8) Thus, the transmission factor for uncontrolled areas is
…………. (9) And, for controlled areas at ALARA levels
………… (10) After calculate the transmission factor; using the Table1 to find the shielding requirement.
Calculation for rooms above the PET-CT unit
Because the 511 KeV annihilation photons are so penetrating, it is necessary to consider uncontrolled areas above and below the PET-CT facility as well as those adjacent on the same level. Figure 1 shows generally accepted source and target distances that apply in these cases.
Typically, one assumes that the patient (source of the activity) is 1 m above the floor. The dose rate is calculated at 0.5 m above the floor for rooms above the source. 
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The transmission factor is given as For Occupancy factor T= 1, the transmission factor in uncontrolled area 20µSv/Total weekly dose Because the HVL of the CT x-rays is so much smaller than that for 511 keV annihilation radiation; a room that is shielded to meet the general public levels for PET (1 mSv/year) is no need additional shielding for the CT component.
CONCLUSION
The shielding requirements for a PET-CT facility are different from those of most other diagnostic imaging facilities. This is due to the high energy of the annihilation radiation and the fact that the patient is a constant source of radiation throughout the procedure. The mathematical analysis of the shielding estimation is very important for a newly planned PET-CT facility. The shielding calculation is a regulatory requirement to establish a PET-CT facility in Bangladesh. A PET-CT facility is required different design require-ment than conventional nuclear medicine department and is more likely to involve additional radiation shielding. Adequate safe planning with vendor, facility architect and a qualified medical physicist are essential to make a cost effective and safe design maintaining radiation safety standards and radiation doses to staff and the public can be kept to acceptable limits.
